Molecular assays are rapid, sensitive and specific, and have become central to diagnosing rabies. PCR based assays have been utilized for decades to confirm rabies diagnosis but have only recently been accepted by the OIE (World Organisation for Animal Health) as a primary method to detect rabies infection. Real-time RT-PCR assays provide real-time data, and are closed-tube systems, minimizing the risk of contamination during setup. DNA intercalating fluorochrome real-time RT-PCR assays do not require expensive probes, minimizing the cost per sample, and when the primers are designed in conserved regions, assays that are specific across virus genera rather than specific to just one virus species are possible. Here we describe a pan-lyssavirus SYBR real-time RT-PCR assay that detects lyssaviruses across the Lyssavirus genus, including the most divergent viruses IKOV, WCBV and LLEBV. In conjunction with dissociation curve analysis, this assay is sensitive and specific, with the advantage of detecting all lyssavirus species. The assay has been adopted in many diagnostic laboratories with quality assured environments, enabling robust, rapid, sensitive diagnosis of animal and human rabies cases.
Introduction
Diagnosis of rabies using molecular methodologies was accepted by the OIE in 2018 1 , recognizing the advantages of these techniques in confirming rabies cases, particularly in situations when the samples are sub-optimal, or for ante-mortem diagnosis, as there is no requirement for live virus or fresh samples. PCR assays for lyssaviruses require a reverse transcription (RT) before PCR can commence as the genome is RNA. RT-PCR assays that detect the 3' proximal region of the genome are considered the most sensitive, as transcriptional gradients occur during lyssavirus replication. Commonly used RT-PCR assays can be divided broadly into two categories, end-point (or gel-based) and real-time. Both approaches are sensitive and specific; however, the real-time assay has some additional benefits such as obtaining results in 'real-time' and being performed in an entirely closed tube system, thereby reducing the potential for operator contamination. There are two main approaches to detect lyssavirus-specific amplicons obtained using real-time assays. The first utilizes hydrolysis probes (such as TaqMan probes) that contain a fluorophore and a quencher. When the probe binds to the target region during amplification, the exonuclease activity of the polymerase results in dissociation of fluorophore and quencher, enabling the resulting fluorescence to be measured. The second utilizes a DNA intercalating dye (fluorochrome such as SYBR Green) that binds to double stranded DNA during amplification. The bound fluorochromes emit fluorescence that is detected at each cycle, allowing real time detection and quantification of the product. Due to the non-specific nature of binding to any dsDNA, a dissociation curve analysis is undertaken to confirm the specificity of the reaction. Real-time RT-PCRs are rapid due to the small amplicon sizes, typically less than 200 bp in length; however, identifying suitable regions to design primers and probes in conserved regions, can prove challenging, therefore removing the requirement for a probe is a distinct advantage.
A number of real-time RT-PCRs have been designed for specifically detecting individual strains or lineages of RABV 2 and also to detect lyssaviruses across the genus 3, 4, 5, 6, 7, 8, 9 . All assays will have a limit of detection dependent on how conserved the primer (and if necessary, the probe) sequences are across the genus. Indeed, emerging or novel virus strains may render the highly specific probe-based assays ineffective. The choice of the real-time detection (dye vs. probe) will depend on the intended application. For a laboratory conducting surveillance on locally sourced brain material and expecting high numbers of negative samples, the use of the cheaper intercalating dye is a sensible choice. The SYBR Green approach would also be optimal when conducting scanning surveillance where the presence of novel or divergent lyssaviruses would remain undetected by more restricted probe-based assays.
All members of the genus Lyssavirus cause the disease rabies, which is fatal once symptoms appear. The vast majority of human and animal rabies cases are due to rabies virus (RABV), the dominant reservoir for which is the domestic dog 10 . Bats are important host reservoirs for lyssaviruses and all but two lyssavirus species characterized have been identified directly in bats -Ikoma lyssavirus (IKOV) and Mokola virus (MOKV) -and of these two, IKOV has been speculated to have a bat host reservoir 11 . In addition to the 16 recognized lyssavirus species 12 , there are two lyssaviruses that have been recently described: Taiwan bat lyssavirus (TWBLV) 13 and Kotalahti bat lyssavirus (KBLV) real-time PCR machine using the thermal cycling conditions specified in Table 3 , including the data collection points. 12. Select SYBR as the fluorescent dye and select unknown as the sample type and insert a name into the correct sample name box.
NOTE: Differentiate between the replicates and also between the lyssavirus and ß-actin wells. 13. Choose a file location to save the experimental data, ensure the lamp will be switched off at the end of the run, then start the run.
NOTE: As the first step is an RT stage, no data is collected during this time, therefore, if the lamp requires a warm up period this can occur during the RT stage. The real-time machine and software will display the amplification curves in real-time, while the melting curve will be generated at the end of the cycle. 
Data Analysis

Representative Results
Following the protocol describe above, the sensitivity of the pan-lyssavirus RT-PCR was demonstrated on a dilution series of the control standard virus (CVS) (Figure 1 ) and a range of other lyssaviruses (Figure 2 and Figure 3 ). SYBR Green I dye was utilized as a universal one-step RT-PCR, where cDNA synthesis and PCR amplification are carried out in a single tube. As the amplification of the specific target occurs, more dye is bound, resulting in real-time increased levels of fluorescence. All dye intercalating real-time assays must be interpreted in two phases: amplification and dissociation. The amplification phase is identical to any real-time amplification ( Figure 1A ). There is a linear 'early phase' during the early cycles where DNA amplification cannot be calculated due to insufficient signal in relation to the background. The length of this is directly related to the amount of target in the sample. Subsequently, there is an exponential phase where the doubling of DNA molecules is detected and recorded. Finally, the plateau phase is reached (apart from the highly diluted samples which may not reach this phase before the end of the program). In this phase, the intensity of fluorescence levels out, due to the exhaustion of reagents. The amplification plots observed using a 10-fold serial dilution of CVS, conformed to the expected plots ( Figure 1A,C) where the lyssavirus assay demonstrated a higher sensitivity than the ß-actin assay. The dissociation curve was calculated after amplification, where the dsDNA was dissociated into ssDNA by an incremental increase in temperature and the fluorescence monitored as a function of temperature ( Figure 1B, D-F) . The threshold temperature at which the specific amplicon dissociates into ssDNA, caused a release of fluorescence, which was measured by the thermocycler software (T m ). This dissociation phase provided data on the amplicon size, enabling the user to interpret the result in comparison to a positive control, resulting in a negligible likelihood of false-positive results. The T m observed for CVS using the pan-lyssavirus assay ( Figure 1B ) and ß-actin assay ( Figure 1D ) are distinct, and aided the user to confirm the correct assay analysis by noting the T m obtained ( Figure 1E) . Furthermore, the C t and T m values between runs and operators was assessed and shown to be reproducible ( Table 5 ). The threshold used to calculate the C t value was calculated automatically by the software and dependent on many factors, including the reaction mix or instrument used. Over the 12 independent runs the mean C t was 20.66 (SD 0.63) for the lyssavirus assay and 27.5 (SD 1.13) for the ß-actin assay. In contrast the variation observed in the T m values was markedly lower, due to the lack of external influences on this measurement. For example, the mean T m for the CVS lyssavirus assay was 78.92 (SD 0.16) ( Table 5) , when compared to the mean of all lyssaviruses 78.81 °C (SD 0.531) ( Table 6 and Figure  1F ). This lack of variation in the T m across the Lyssavirus genus is advantageous as the same control RNA can be used irrespective of the lyssavirus in the sample, however differentiating between the lyssavirus species using the T m is not possible, particularly because different RABV sub-lineages spanned the range of T m values observed ( Table 6 ). Non-specific amplification plots are rarely observed with this assay; however, specific parameters to define a positive result vs. a non-specific negative result are required. The SD observed across all lyssaviruses (0.531) was applied to the lowest (77.34 -LBVa) and highest (79.67 -IKOV) observed T m values to set a range 76.8 °C -80.2 °C for positive specific bands. Therefore, T m values outside this range were considered non-specific and therefore a negative result. Occasionally multiple peaks are observed for a sample. If the dominant peak is at the correct T m (for each replicate) then the sample is considered positive. The most common reason a non-specific peak is observed is due to primer-dimers, the assay has been optimized to minimize primer dimers. Primer dimers typically result in an amplicon smaller than that of the target sequence, therefore would have a T m lower than the specific product.
A 10-fold serial dilution of three lyssavirus positive brain sample RNAs extracted using TRIzol, were run in parallel and plotted (Figure 2) . The limit of detection for the three lyssaviruses varied, but none exceeded C t 36. The R 2 coefficient values for the viruses plotted in Figure 2 ranged from 0.9637 and 0.996. For all viruses analyzed ( Table 6 ) the range did not exceed this, furthermore, 7 of the 29 lyssavirus had R 2 >0.99 (data not shown). Taking into account that the preparation of the dilution series is from total RNA extractions, the linearity observed provides evidence that the assay is robust. Finally, detection of all lyssavirus species (particularly the most diverse phylogroup III viruses) was investigated using a panel of RNAs spanning all three phylogroups in the Lyssavirus genus. RNA extracted from either original, or experimentally infected mice, brain material, was utilized using the protocols described above. The results confirm that the primers amplify all lyssavirus species, including Use of heterologous external control would be beneficial during repeat extraction.
2 If a second negative result is obtained for the internal control, the sample will be reported as untestable by this assay. 3 If a second negative result is obtained for the internal control, alongside a positive test result a secondary rabies diagnostic test should be undertaken to confirm this result.
Table 4: Summary of outcomes and overall results for pan-lyssavirus real-time RT-PCR.
Negative is designated to a sample with no C t value (amplification) and no melt temperature (dissociation), or a melt temperature which is outside of the T m range for positive lyssaviruses (76.8 °C -80.2 °C). Positive is designated to a sample with a C t value (amplification) and a melt temperature (dissociation) which is inside of the T m range for positive lyssaviruses. of lyssaviruses with lower sensitivity for the assay are phylogroup II and III viruses. The dissociation curve analysis represents an essential parameter, minimizing a false positive result which could otherwise occur due to the formation of primer dimers, or amplification of a non-specific region in the host genome. In reality, this is a rare occurrence and the dissociation curve analysis is equivalent to running an agarose gel to visualize correctly sized conventional RT-PCR amplicons. The range of acceptable T m values has been provided (77-80 °C), based on the data collected in our laboratory. It is strongly recommended that individual laboratories collate in-house data to ensure the range is transferrable and amend accordingly. Interpretation of the results from both the amplification and dissociation plots, alongside the positive and negative controls and the ß-actin results, enables robust and reproducible diagnostic outcomes.
Lyssavirus assay ß-actin assay
Outside the scope of this protocol is the RNA extraction method used to obtain high quality RNA. All RNA analyzed in this protocol was prepared using TRIzol; however, there are many suitable guanidium-based extractions RNA extraction protocols available, including column and beadbased extraction kits. Handling of lyssavirus positive (or suspected positive) samples must be within licenced biocontainment facilities approved within country. However, the total RNA extracted is non-infectious, therefore handled within low containment laboratories. Depending on the extraction method used, the requirement to quantify and dilute the RNA would need to be assessed. For phenol-based extractions, including TRIzol, this step is required and prevents inhibition of the assay from contaminating gDNA; however, column and bead-based extractions (particularly those with a DNA depletion stage) do not require dilution prior to testing.
Throughout the protocol, it is essential that care and diligence are used to prevent cross-contamination and accurate addition of sample to the correct wells. A spreadsheet with the reagent calculations and plate layout is available for download as a supplemental file. Good laboratory practice, including clean work surfaces, regular changes of gloves, use of barrier tips and different rooms/UV cabinets to separate each stage will minimize the chance of contamination. To ensure the test is performing with expected parameters, positive and negative controls must be included and all test samples run in duplicate (or triplicate).
The inclusion of controls is an essential feature of any PCR, particularly for diagnostics. Positive control RNA was prepared from CVS (challenge virus standard) infected mouse brains in batches and validated and calibrated to ensure consistency between batches. The control RNA was quantified and diluted to 1 µg/µL. RNA for which a positive result was obtained in a serial dilution down to at least 10 -4 (equal to 100 pg/µL) was considered fit for purpose. The positive control RNA was stored at -80 °C in 10 -1 aliquots. When required, an aliquot was diluted 1:100 to provide a working stock at 1 ng/µL and stored at -80 °C in 5 µL single use aliquots. The diluted positive control RNA was used to represent low level positive samples, and to ensure that any reduction in sensitivity of the assay was detected. A 'control card' was kept for each control to monitor the C t values and identify trends ( Table 5) . Table 5 demonstrated good inter-run comparability for the CVS positive control sample C t and T m values across multiple days and operators, providing reassurance that the assay is robust and reproducible. Results that deviate from these measurements should be investigated and test samples repeated if necessary. Molecular grade water was included in every run as an NTC to confirm the reagents were free from contamination with lyssavirus RNA and confirm a negative sample. Furthermore, to ensure RNA extraction efficacy, ß-actin was tested alongside the test samples in a separate tube. The lyssavirus positive control RNA was also used for the ß-actin positive control. Other endogenous genes or heterologous internal control systems can be utilized. Use of these controls ensured that all steps were analyzed under the same conditions as the test samples. Occasionally, if the sample was highly degraded or did not contain sufficient host RNA (such as saliva or CSF), the endogenous gene PCR can fail. In this instance, where the lyssavirus real-time RT-PCR result was positive, confirmation on an independent RNA extraction -to rule out contamination during RNA extraction on the original test or by a secondary test (either molecular, such as conventional RT-PCR), or FAT. Use of Table 4 during analysis of a diagnostic sample ensured the correct interpretation.
Regardless of the molecular assay used to confirm rabies infection, follow up investigations using Sanger sequencing to determine the lyssavirus species and classical techniques in virology such as FAT or virus isolation should also be undertaken to allow for further virus characterisation and support the notification of positive cases to OIE and WHO.
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